Sample space for particle size and velocity measuring interferometers.
An analysis is presented of some parameters that can affect the sampling characteristics of interferometers designed to measure particle size and/or velocity. In particular, it is demonstrated how particle size and electronic instrumentation affect the sampling capacity of the instrument.